Corneal and ocular aberrations were measured in a group of eyes before and after cataract surgery with spherical intraocular lens (IOL) implantation by use of well-tested techniques developed in our laboratory. By subtraction of corneal from total aberration maps, we also estimated the optical quality of the intraocular lens in vivo. We found that aberrations in pseudophakic eyes are not significantly different from aberrations in eyes before cataract surgery or from previously reported aberrations in healthy eyes of the same age. However, aberrations in pseudophakic eyes are significantly higher than in young eyes. We found a slight increase of corneal aberrations after surgery. The aberrations of the IOL and the lack of balance of the corneal spherical aberrations by the spherical aberrations of the intraocular lens also degraded the optical quality in pseudophakic eyes. We also measured the aberrations of the IOL in vitro, using an eye cell model, and simulated the aberrations of the IOL on the basis of the IOL's physical parameters. We found a good agreement among in vivo, in vitro, and simulated measures of spherical aberration: Unlike the spherical aberration of the young crystalline lens, which tends to be negative, the spherical aberration of the IOL is positive and increases with lens power. Computer simulations and in vitro measurements show that tilts and decentrations might be contributors to the increased third-order aberrations in vivo in comparison with in vitro measurements.
INTRODUCTION
At present, surgery is the only treatment for cataract. Virtually all cataract procedures replace the natural crystalline lens with an intraocular lens (IOL). Cataract extraction with subsequent IOL implantation has evolved over the years toward less invasive procedures (smaller incisions, no sutures, etc.). The old extracapsular technique (common in the 1980s) required 14-12-mm corneal incisions and multiple sutures to seal the eye after surgery, typically resulting in an increase in astigmatism. Phacoemulsification was developed in the search for a way to extract cataracts through a smaller incision, and it has become the preferred technique for cataract extraction. An ultrasound or laser probe is used to break the lens apart, maintaining the capsule intact. The fragments are then aspirated out of the eye. A foldable IOL is then introduced through the 3-4-mm incision. Once inside the eye, the lens unfolds to take position inside the capsule. No sutures are needed, as the incision is selfsealing. Parallel to the development of surgical procedures, new IOLs have been designed with better optical surfaces and haptic shapes, new lens materials have been developed that minimize the loss of endothelial cells and the risk of capsule opacification, and new designs have been created for lens positioning during surgery. 1 IOL manufacturers and researchers have developed several methods to evaluate in vitro the IOL's optical quality. The most important are interferometric methods, modulation transfer function (MTF) measurements, and resolution methods. [2] [3] [4] Efforts have been made to standardize optical quality specifications to compare different designs and manufacturers: (American National Standard for Ophthalmics-Intraocular Lenses, and International Organization for Standardization (ISO) 11979-2 Ophthalmics Implants-Intraocular Lenses, Part 2: Optical Properties and Test Methods). Useful insight can be obtained by using aberration theory 5 and with the help of optical simulations that use eye models. Of particular importance are the studies by Atchison [6] [7] [8] and Lu and Smith, 9 who evaluated theoretically the effect on optical quality of different IOL designs. These studies predict the amount of spherical aberration associated with IOLs of different shapes.
Few studies in the literature report in vivo objective measurements of the optical quality of eyes implanted with IOLs. Most of them measure the ocular MTF [10] [11] [12] with double-pass techniques. 13 These studies conclude that eyes implanted with IOLs have lower MTFs (moredegraded optics) than young eyes. In addition, monofocal IOLs produce better optical performance than diffractive multifocal IOLs. Double-pass measurements of the MTF have proved valuable and accurate, and in addition to accounting for the contribution of aberrations, they account for the degradation caused by scattering. However, the wave aberration produces a more complete description of optical quality, since it contains phase information and the sources of optical blur can be better discriminated.
To our knowledge, only a study by Mierdel et al. 14 has measured ocular aberrations after cataract surgery and IOL implantation (using the Tscherning's aberroscope 15 ). However, the results are not very conclusive. Mierdel et al. did not find that aberrations were significantly higher in eyes after surgery than in a group of emmetropic eyes, although higher variability in postoperative data suggested some abnormalities. Other authors have studied corneal aberration changes due to the incision, but the results are controversial. Hayashi et al. 16 found significant changes in corneal aberrations after surgery (phacoemulsification with incision length ranging from 3.5 to 6.5 mm), whereas Guirao et al. 12 found no significant differences between postoperative corneal aberrations (extracapsular cataract extraction with 6-mm incision) and corneal aberrations in an aged-matched group. Previous studies looking at corneal topography or keratometry limited their analyses to corneal astigmatism, most of them comparing the amount of postoperative corneal astigmatism with different localization, 17, 18 length, 19 and architecture of the incision. 20 In the present study we combined measurements of total (using a laser ray-tracing technique 21, 22 ) and corneal aberrations (using a videokeratoscope and custom software [23] [24] [25] ) in eyes that have undergone cataract surgery, and we examined the sources of aberrations in these eyes. It is well known that optical aberrations increase with age, 26, 27 mainly as a result of the shift of spherical aberration of the crystalline lens toward positive values. 28, 29 We show that replacement of the crystalline lens by a spherical IOL does not decrease the amount of aberration in elderly eyes.
Changes in corneal aberrations allow the study of possible degradation resulting from the incision. Subtracting the corneal aberrations from the total aberrations provide, we believe for the first time, measurements of the optical aberrations of the IOL in vivo. We also measured the aberrations of the IOL in an optical bench, using the laser ray-tracing technique and a model eye built for this purpose. Direct comparison of the aberrations of the IOL measured in vivo and in vitro allowed us to separate the optical degradation produced by the lens itself from that which may be caused by positioning errors. Finally, we performed optical simulations, using the proprietary designs provided to us by the manufacturer and computer eye models, to compare the predicted with the real optical quality.
METHODS

A. In Vivo Measurements
Total wave aberrations were measured with a laser raytracing technique, which has been described in detail elsewhere. 30, 31 In this technique, a laser beam samples the pupil sequentially while the corresponding aerial images of light reflected off the retina are captured on a CCD camera. The centroids of these aerial images are proportional to the derivatives of the wave aberration. The wave aberration is reconstructed by using a modal fitting to a Zernike polynomial expansion (up to 35 Zernike terms). The Zernike polynomial notation followed the recommendations of the OSA Standard Committee. 32 Pupil dilatation was achieved with one drop of Tropicamide 1%. Pupil diameters in our old subjects ranged from 5 to 6 mm (as opposed to young subjects, for whom we typically use 6.5 mm). The number of sample points in the pupil was 37 in all cases; therefore the step size ranged from 0.7 to 0.8 mm. To facilitate comparisons across subjects, all data are presented for a 5-mm pupil diameter. The pupil was continuously monitored with an IR camera. The line of sight was used in all measurements. The illumination source was a fibercoupled near-infrared laser diode (786 nm). 33 Maximum energy exposure was 95 W, at least one order of magnitude below safety levels prescribed by the American National Standard Institute for this wavelength. 34 Wave aberrations of the anterior corneal surface were obtained by virtual ray tracing with an optical design program (Zemax, October 17, 2002, Focus Software, Tucson, Ariz.). Corneal elevation maps were obtained by using a videokeratographer (Humphrey Instruments, San Leandro, Calif.). A detailed description of the procedure, computations, and validation of the technique has been presented elsewhere. 23, 25, 35 The discrete height data are interpolated and transformed to Cartesian coordinates by using algorithms written in Matlab (MathWorks, Natick, Mass). The height data and their partial derivatives are used in Zemax to perform a computer ray tracing with Snell's law and to obtain the corneal wave aberration. 23 We used a realignment algorithm to ensure proper registration of the total-aberration map (measured with respect to the line of sight) and the corneal-aberration map (measured with respect to the videokeratographer). [23] [24] [25] Internal aberrations were calculated by subtracting corneal aberrations from total aberrations. Internal aberrations include contributions of the crystalline lens (or the IOL) and the posterior corneal surface. In normal subjects posterior corneal contribution can be considered negligible. 35, 36 We quantified this contribution at 2% at most [root mean square (RMS) third order and higher] in an aphakic eye.
35
B. In Vitro Measurements
The aberrations of the IOL were also measured in an optical bench by using the laser ray-tracing technique. The IOL was mounted following standard methods described in the literature 3, 4, 37 for MTF measurements. For this purpose, we built an eye cell model that was mounted in place of the eye in front of the laser ray-tracing technique system. Figure 1(a) shows a photograph of the eye cell model and Fig. 1(b) a schematic diagram. The eye cell model consisted of a 28-mm Nikkon camera objective, which acted as the cornea (RMS ϭ 0.18 m). This lens produced the appropriate convergence onto the IOL. The IOL was placed in a container with 5-mm-thick methacrylate walls, filled in with water. The IOL was mounted on both x -y linear and rotational micrometer stages, to ensure proper centration and simulate positioning tilts. Simulations using Zemax were used to assess the appropriate distances and validity of the parameters used in this eye cell model. Using the Herzberger dispersion formula 38 for 786 nm, we computed that the error in the wave aberration measurement due to the differences in the refractive index of water (1.3309) and of the aqueous (1.3315) and the vitreous (1.3311) humors was negligible (0.003 m). The distance between the camera objective and the IOL was set so that the convergence of rays on the IOL was equivalent to that of the real eye. A convergence angle of 5.1 deg (which we computed in Zemax for the postoperative cornea of eye #7) was achieved by placing the IOL 6.08 mm behind the camera lens (and 0.8 mm from the wall of the water container). We also computed the appropriate sampling-pattern diameter to achieve an effective IOL aperture similar to the diameters measured in real eyes. For a distance of 4.2 mm between the posterior corneal surface and the IOL (measured by optical biometry for eye #11) and a 5-mm sampled pupil, the effective aperture on the IOL is 4.22 mm, achieved by using a 5-mm pupil in the eye model. Since the measurements were done in a double-pass configuration, a diffuser surface was placed at the focal plane, acting as the retina. In order to avoid speckle noise in the aerial images, we increased normal exposure times (100 ms) to 300 ms while the diffuser was moved vertically. Eliminating the speckle in the images is necessary to ensure accurate detection of the centroids. As in the real eye, we obtained sets of 37 aerial images, from which the wave aberration was computed.
To eliminate aberrations introduced by the camera lens, and especially the spherical aberration introduced by the container (RMS ϭ 0.09 m), we obtained a reference set of data with the IOL removed. The aberrations of the IOL (directly comparable to the internal aberrations in the eye) were computed by subtraction of this reference from the total aberrations, since the wave aberrations through different elements are additive.
C. Computer Modeling
We performed computer simulations by using an optical design program (Zemax) to evaluate the theoretical optical performance of the IOLs. We estimated the IOL wave aberration and spherical aberration (in terms of Z 4 0 ) for a model cornea as a function of IOL power, as well as individual predictions of total spherical aberration by using individual corneal topography, anterior chamber depth, and IOL parameters. This modeling also allowed us to test the effects of IOL tilt and decentration. The computer simulations were performed with use of monochromatic ray tracing (786 nm). Data from anterior radius, posterior radius, and thickness of IOLs similar to those tested in this study, as well as refraction index (1.55) were provided to us by the manufacturer. All lenses were biconvex (spherical surfaces) except for the 0-D (diopter) lens, which was a meniscus.
For comparison with in vitro measurements, converging rays with the same angle and the same effective pupil as in the eye cell model were traced through the IOL. For comparison with in vivo measurements, the individual corneal elevation maps and anterior chamber depths were used. The posterior corneal surface was simulated as an aspheric surface of 6.31-mm radius and Ϫ0.51 asphericity (asphericity ϭ Ϫe 2 , where e is the conic eccentricity); these values were taken from experimental values for aging corneas. 39 Corneal refraction index was assumed 1.371 (for 786 nm), and corneal thickness was assumed 0.5 mm. Estimates were obtained on the optical axis (i.e., shift of the fovea from the optical axis was not taken into account) and for the pupil centered on the optical axis.
D. Modulation-Transfer-Function Calculations
We computed the MTF, i.e., the modulus of the optical transfer function, from the wave aberration by using Fourier optics and routines written in Matlab. The MTF is the modulus of the autocorrelation of the pupil function, where the pupil function is
where W is the wave aberration and T is the pupil transmittance, ␣ and ␤ are the pupil coordinates, and is the wavelength (786 nm). We ignored pupil apodization by the Stiles-Crawford effect, i.e., T(␣, ␤) ϭ 1. The MTF was calculated from the ocular wave aberrations measured in vivo and from in vitro and simulated IOL wave aberrations. In all the computations, only third-and higher-order aberrations were considered (i.e., defocus and astigmatism were set to zero).
E. Subjects
We measured total and corneal aberrations in nine eyes from seven subjects (mean age 70.6 Ϯ 9 yr.) after cataract surgery. The two types of measurement were conducted in the same experimental session, at least two months after surgery. Axial length and anterior chamber depth by optical biometry (IOLMaster, Humphrey-Zeiss) and autorefractometry (Automatic Refractor Model 597, Humphrey-Zeiss) were also obtained in each session. Table 1 provides preoperative and postoperative values of the eyes under test. Some of these patients were also available before surgery. We measured total aberrations in six of these eyes and corneal aberrations in two of these eyes before surgery. Postoperative corneal aberrations were also measured in an eye (#16) that was not available for total-aberration measurements.
All the surgeries were performed by the same surgeon using a phacoemulsification technique, with a 4.1-mm superior corneal incision (except in eye #16, which had a 3-mm superior limbal incision) made by a calibrated blade. No posterior suture was necessary. The implanted IOLs were 5.5-mm monofocal foldable lenses, with powers ranging from 0 to 26 D (mean 19.43 D). Table 1 shows the corresponding power for each subject. Four equivalent IOLs (0, 12, 16, and 23 D) were measured in an optical bench with the laser ray-tracing technique, as described above.
Comparisons of total and corneal aberrations were also made with respect to a group of nearly emmetropic (Ͻ4 D) and young (29 Ϯ 3.7 yr.) eyes that were available from previous studies in which the same instruments had been used.
The study followed the tenets of the Declaration of Helsinki. Subjects were appropriately informed about the nature of the study and signed an informed-consent form approved by the Institutional Ethical Committees. Figure 2 (a) shows postoperative total, corneal, and internal wave aberration maps in all eyes measured. Tilts and defocus have been canceled. For each eye the same gray scale has been used for all three maps but has been changed across subjects. All internal wave aberration maps (excluding also astigmatism) with the same scale are represented in Fig. 2(b) . Contours are plotted at 1-m intervals in all maps. A great inter-eye variability is observed. In some eyes (i.e., eyes #9 and #10) the aberrations of the IOL seem to contribute more than those of the cornea to total wave aberration, while in other eyes (i.e., eye #8), the aberrations of the cornea dominate. In the remaining eyes both corneal and IOL aberrations contribute significantly. The peak-to-valley range was from Ϯ3 m in most internal third-and higher-order aberration patterns [see Fig. 2(b) ], indicating an important contribution of IOL aberrations in vivo. Figure 3 shows changes in corneal RMS for the three eyes measured before and after surgery. Third-and higher-order aberrations increase in all three eyes, particularly in eye #16. Astigmatism increases in eyes #14 and #16 but not in eye #8, where it decreases from 1.18 to 0.17 D. Figure 4 compares mean third-and higher-order RMS in pseudophakic eyes with respect to the group of 6 preoperative eyes (mean age 70 Ϯ 10.55 yr.) and a group of 14 young, nearly emmetropic eyes (mean age 29 Ϯ 3.7 yr.). The amount of aberrations after cataract surgery (RMS ϭ 0.62 Ϯ 0.18 m) is not significantly different ( p ϭ 0.93) from that in old eyes before cataract surgery (RMS ϭ 0.61 Ϯ 0.24 m), and it is 3.02 times ); for corneal aberrations, RMS ϭ 0.5 m for a 6-mm pupil from Artal et al. 40 Therefore this comparison could be extrapolated to a wider population.
RESULTS
A. In Vivo Measurements
B. In Vitro Measurements
The IOL wave aberrations of the four IOLs measured in vitro are shown in Fig. 5 , excluding tilts and defocus. All aberrations represented on the same scale. As for measurements in vivo, the amount of aberrations is significantly different from zero. The mean that the RMS of IOLs (excluding tilt and defocus) is 0.49 Ϯ 0.23 m (as opposed to 0.47 Ϯ 0.3 m for young lenses), while the RMS for third-and higher-order aberrations is 0.34 Ϯ 0.01 m, slightly larger than in young lenses (0.25 Ϯ 0.15 m). This means that a higher amount of astigmatism is found in natural crystalline lenses than in the IOLs measured in vitro, but the IOLs show a higher amount of third-and higher-order aberrations. Figure 6 shows RMS values for measurements of IOL in vivo and in vitro. Third-and higher-order RMS is significantly greater (2.48 times) measured in vivo than measured in vitro ( p ϭ 0.015). Fourth-and higher-order RMS is not significantly different ( p ϭ 0.35) in the two types of measurements. The main contribution to aberrations measured in vitro comes from fourth-and higher-order aberrations, whereas the main contribution in vivo comes from thirdorder aberrations. Also, there is a larger variability in vivo (0.24 m) than in vitro (0.09 m) across IOL measurements. Simulations of IOL aberrations on axis produced only spherical aberration, owing to the rotational symmetry of the design. Simulated tilts and decentrations of the lenses produced coma and astigmatism and are discussed in Section 4. Figure 7 (b) compares total spherical aberration measured with the laser ray-tracing technique in vivo and simulations using eye models. These models include individual data of anterior corneal elevation, anterior chamber depth, and IOL design. There is a good agreement between experimental measurements and simulations from custom eye models, except for one lens (14 D).
C. Comparison of Measurements in Vivo and in Vitro with Estimations from Simulations
DISCUSSION
A. Limitations of the Measurements
The laser ray-tracing technique proved very efficient for measuring aberrations in elderly patients after surgery, and even before surgery in some patients. The facts that in this technique the aerial images are captured sequentially and that a large area of the CCD is available for each image allow more optical degradation (caused by aberrations or scattering) than other conventional techniques such as the Shack-Hartmann. Aerial retinal images through cataracts were typically more spread out and noisy than in normal eyes, owing to an increase in intraocular opacity and scattering. 41 In several cases the spot diagram (set of centroids computed from the aerial images) showed rather inhomogeneous patterns that were probably due to large deviations of the rays produced by local lens opacities. We checked the continuity of the spot diagrams by comparing the experimental spot diagram with that derived from the computed wave aberration. Four eyes out of the ten measured before cataract surgery were excluded because of a lack of correspondence of computed and simulated spot diagrams. Aerial retinal images from postoperative eyes typically showed larger halos than those from normal eyes. This is probably due to the higher reflectivity of the IOL surfaces 42 caused by their higher index of refraction (1.55, versus less than 1.395 in the natural lens 43 ). Centration and head stability of the subjects during measurement were also typically poorer in elderly patients than in normal young subjects. As a result of the above, variability was slightly larger in these measurements than in previous studies in young subjects. The Zernike coefficient standard deviation (averaged across terms) was 0.1 Ϯ 0.03 m and 0.18 Ϯ 0.19 m preoperative and postoperative, respectively, while for the young reference group the standard deviation was 0.05 Ϯ 0.02 m.
B. Sources of Aberrations after Cataract Surgery
Corneal Aberrations
Our analysis of preoperative and postoperative corneal aberrations is limited to three eyes and therefore does not have sufficient statistical power. However, all three corneas show an increase in third-and higher-order RMS: 0.07, 0.06, and 0.26 m in eyes #8, #14, and #16, respectively. It has been reported, although to a much lesser extent than in previous techniques requiring a suture, that the small incision in phacoemulsification induces slight changes in astigmatism. Our results suggest that higher-order aberrations are also modified and tend to increase (see Fig. 3 ). The incision was performed in the vertical meridian and superior in these eyes. Incision on the steepest meridian has been reported to produce a relaxation of this meridian, therefore avoiding postoperative astigmatism, for preoperative astigmatism of 0.5 D or higher. 44 Preoperative corneal astigmatic axis was against the rule (2.3 and 172.1°) in eyes #14 and #16, respectively. In these eyes the incision was made in the flattest meridian instead of the steepest, which resulted in an increase of astigmatism. Preoperative astigmatism was with the rule (88.6°) in eye #8, and as expected, astigmatism decreased after surgery.
Aberrations of the Intra-Ocular Lens
Measurements in vivo and in vitro show that positive spherical aberration is present in IOLs and increases with IOL power. Comparison with computer simulations shows that the spherical design of the IOL surfaces results in the observed positive spherical aberration. These results agree with previous predictions by Atchison et al. 7 Fifth-and higher-order terms are present in both in vivo and in vitro measurements but not in results from computer simulations (based on IOLs with purely spherical surfaces).
Tilt and Decentration of the Intra-Ocular Lens
Except for the spherical aberration, the in vivo IOL aberrations are higher in most terms (particularly third-order aberrations) than the equivalent aberrations measured in vitro.
Several studies in the literature report tilts and decentrations of different types of pseudophakic IOLs based on measurements with use of Purkinje images or Scheimpflug lamp biomicroscopy. Using Purkinje images, Philips et al., 42 reported average tilt values of 7.8 deg and 0.7 mm of decentration. 42 Mutlu et al. 45 reported lower values: mean tilt of 2.83 deg and mean decentration of 0.28 mm. Jung et al. 46 reported tilts of up to 3.01 deg (mean tilt of 2.35 deg) measured with use of a Scheimpflug lamp.
Our study has not directly measured the tilts and decentration of IOLs in vivo. Using the eye cell model and computer simulations, we evaluated the effect of plausible IOL tilts and decentrations on the aberration pattern. Figure 8(a) shows results of RMS (for third-and higherorder aberrations) for an IOL of 16 D for centered and tilted positions of 4 and Ϫ4 deg respectively. Tilts were achieved by physically rotating the lens by using a micrometer stage within the cell or by computationally ro- Fig. 8(b) ]. Combined tilt and decentration are most likely present in real eyes. No particular trend has been reported in the literature for the direction of decentration. 42, 47 Tilts seem more predominant along the horizontal or the vertical axis. 42 We tested the effect of various tilts for a certain amount of decentration (0.5 mm), Fig. 8(c) , and the effects of various amounts of decentrations for a given tilt, Fig. 8(d) . Our simulations show that some specific combinations of tilt and decentration may counteract the introduction of third-order aberrations, while other combinations add up the effect [Figs. 8(b) and 8(c)], indicating that the correlation between tilts/decentrations and third-order aberrations present in real eyes implanted with IOLs can be complex. Experimental measurements of tilts and decentrations in each individual eye are necessary to quantify their actual effect on third-order aberrations measured in each eye.
Lack of Balance between Corneal and Internal Aberrations
The increase of the total aberrations with age in our study is in agreement with some studies reported previously in the literature. 26 This can be due to two factors: (1) The increase of corneal and lenticular aberrations. The old/ young RMS ratio is 2.04 for internal aberrations and 1.75 for corneal aberrations. (2) A certain degree of loss of balance between corneal and internal aberrations (as found by Artal et al. 40 ). Total RMS in young eyes is lower than corneal RMS, whereas in old eyes total RMS is 1.48 higher than corneal RMS.
It seems widely accepted that the natural crystalline lens corrects to some extent the aberrations of the cornea, particularly the spherical aberration. Artal et al. 12, 40 suggested that this balance was disrupted with aging. A reasonable explanation is that with aging, the spherical aberration of the crystalline lens shifts toward more positive values, as reported by in vivo 29 and in vitro studies. 48 Our data show that the spherical aberration of the IOL is positive, as opposed to negative in young eyes [see Fig.  7 (a) and Fig. 9 ]. It is therefore expected that, as found in old natural eyes, a lack of balance between corneal and internal spherical aberration is also responsible for the increased RMS in pseudophakic eyes in comparison with young eyes. Using RMS ratios is not an optimal way to evaluate the degree of corneal-to-internal balance, because the RMS does not take into account the coefficient sign, and multiple cross-terms prevent a direct analysis. Instead, we performed a term-by-term analysis and evaluated, for each term, the amount of corneal correction by the crystalline lens and vice versa. For each eye we defined a series of 37 compensation values (corresponding to the 37 Zernike coefficients).
Compensation values (CVi) were defined as CVi ϭ sign(C corneal /C internal ) ϫ min(C corneal ,C internal ). The rationale for this definition is as follows: The first term (sign of cornea/internal ratio) indicates presence (if negative) or absence (if positive) of compensation. If corneal and internal coefficients have different signs, then some compensation occurs, whereas if they have the same sign (positive term) they will add up. The second term is indicative of the amount of compensation. The minimum value between C corneal and C internal represents the amount of aberration subtracted from the aberration of the dominant component (if sign is different for C corneal and C internal ) or the amount that adds up (if the sign is the same for C corneal and C internal ). Therefore a high term value with a negative sign is indicative of a high degree of compensation between ocular components, whereas a high term with a positive value is indicative of an addition of the aberrations. We found a slight loss of balance in third-order terms with age (average CVi ϭ Ϫ0.079 m for young and Ϫ0.049 m for old eyes) but no significant difference between young and postoperative eyes (Ϫ0.087 m). Compensation values for astigmatism and spherical aberra- tion show important differences. Average CVi for astigmatism is Ϫ0.178 m in young eyes, whereas for old and postoperative eyes it shows positive values (0.040 and 0.045 m, respectively), indicating a lack of compensation. For spherical aberration, we found negative values for young eyes (Ϫ0.025 m), indicating compensation, and positive values in old and postoperative eyes (0.007 and 0.03 m, respectively). Figure 9 shows total, corneal, and internal spherical values (Z 4 0 ) for young, preoperative, and postoperative eyes.
C. Modulation Transfer Functions: in Vivo and in Vitro Measurements
All previous in vivo data of optical quality after cataract surgery were obtained by using a double-pass technique, [10] [11] [12] which can provide only the MTF. Most in vitro assessments of the optical quality of IOLs are based on MTF measurements. [2] [3] [4] We computed MTFs from the measured wave aberrations in vivo (total and IOL MTF), in vitro, and in simulated wave aberrations (IOL MTF).
In Fig. 10 we compare total average MTF of the group of young and postoperative eyes with previous in vivo data reported in the literature from studies that used double-pass techniques. These previous studies measured a group of patient eyes implanted with monofocal polymethylmethacrylate (PMMA) IOLs after extracapsular cataract extraction 12 and a group with monofocal IOLs (FORMFLEX II, IOLAB), 11 respectively. The MTF is substantially higher for young eyes than any postoperative MTF measurement, for the entire spatial frequency range. Differences between postoperative data from our study and data from other groups are smaller than differences between our postoperative data and data in young eyes, despite the different surgical techniques and IOLs. However, our in vivo MTFs are significantly higher, particularly for high frequencies, than those measured previously. The fact that the surgical technique is less invasive (minimizing the impact of the incision) and possible differences across the different types of lenses are possible reasons for the improvement. Another possible explanation is that double-pass MTFs have been found to be consistently lower than MTFs estimated from wave aberrations, because they are affected by scattering and higher-order aberrations not measured by aberrometers. The potential influence of retinal scattering in doublepass measurements in older eyes has never been studied, and therefore we cannot quantify its relative contribution to the difference. Figure 11 shows the MTFs that are due only to internal aberrations. The optical quality of young lenses is clearly better than that of IOLs for all frequencies. Figure 12 compares MTFs of the IOL from in vitro measurements with previous in vitro measurements on acrylic IOLs 49 and PMMA IOLs. 4 MTFs from computer raytracing simulations on the IOLs from our study are also included. For a proper comparison with earlier studies, we recalculated the MTF for a 3-mm-diameter aperture. Comparing our in vivo measurements with those of Fig. 10 . Average MTF (radial profile), computed from the wave aberrations for the young and the postoperative groups in comparison with double-pass MTF measurements from previous studies by Artal et al. 11 and Guirao et al.
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Pupil diameter ϭ 4 mm. Average MTF (radial profile) computed from the wave aberration for in vitro measurements and simulations from this study and for in vitro MTF measurements by Oshika and Shiokawa 49 and by Norrby et al. 4 Pupil diameter ϭ 3 mm. Error bars represent standard deviation of the in vitro measurements across eyes.
Oshika and Shiokawa 49 and those of Norrby et al., 4 we found no significant differences except for the higher spatial frequencies beyond 35 cycles per degree (c/deg). The MTF predicted from the optical design of the IOLs of this study is significantly higher than other MTF measurements (except for frequencies beyond 40 c/deg, where PMMA in vitro measurements show slightly higher values). The fact that there is a consistent discrepancy between predictions and measurements on the optical bench may be indicative of some differences between theoretical designs and final lens manufacturing and experimental handling.
SUMMARY AND CONCLUSIONS
We summarize our findings as follows:
1. We measured, for the first time, the aberrations of IOLs in vivo.
2. Previous in vivo data were limited to MTFs measured by double-pass techniques. The use of corneal and total wave aberrations allowed us to estimate the sources of degradation of optical quality in eyes after cataract surgery.
3. Optical quality after cataract surgery is significantly lower in pseudophakic eyes (RMS for third-and higher-order terms 0.62 Ϯ 0.18 m) than in young eyes (0.2 Ϯ 0.04 m).
The amount of aberrations in pseudophakic eyes is similar to that in phakic eyes of the same age group. These conclusions are based on a small data set but show a very consistent trend and are highly statistically significant.
4. From measurements of spherical IOLs in vivo and in vitro and computer simulations, we conclude that the spherical aberration of the IOL (which is positive and increases with IOL power) is a source of optical degradation. As opposed to the case with young eyes, there is no balance of corneal and internal spherical aberrations and astigmatism.
5. The IOL's third-order aberrations measured in vivo are much higher (0.4 Ϯ 0.18 m) than in vitro (0.16 Ϯ 0.04 m). IOL tilts and decentrations could be responsible for this further decrease in optical quality.
6. IOL optical quality (measured both in vivo and in vitro) is lower than predicted from simulations, possibly indicating some discrepancies from the theoretical design.
7. Laser ray tracing and corneal topography are useful techniques for understanding the optical changes induced by cataract surgery. These measurements allow validation of predictions of optical quality with IOLs with use of individual eye models as well as exploration of possible new designs.
